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microcalorimeter with electrothermal feedback

K. D. Irwin,® G. C. Hilton, D. A. Wollman, and John M. Martinis
National Institute of Standards and Technology, Boulder, Colorado 80303

(Received 6 May 1996; accepted for publication 9 July 2996

We have developed a new type of x-ray detector based on a superconducting transition-edge
thermometer operated near 100 mK. A superconducting quantum interference device is used to
measure the current through the thermometer, and negative electrothermal feedback is used to
improve the energy resolution and shorten the thermal time constant. We have used a detector
mounted on a scanning electron microscope to measure the energy of titkriu.5 keV)
fluorescence x rays with a resolution better than 14 eV full width at half-maximum. Using two other
devices, we have measured an energy resolution for Joule heat pulses of 2.6 eV at 1 keV and 0.2 eV
at 4 eV, the best reported for any calorimeter. An electrical noise equivalent power b3

W/\JHz was also measured, suggesting the use of these detectors as infrared bolometers.
[S0003-695(96)00839-X]

X-ray microcalorimeters are being developed by a num+he resistance is reduced to the point where the Joule heating
ber of group&~ for spectroscopic applications in materials matches the heat flowing to the substrate.
analysis and x-ray astronomy, due to their good energy reso- Electrothermal feedback also reduces the thermal time
lution, wide acceptance angles, large energy bandwidth, highonstant of the sensor. When an x ray interacts with the
efficiency, and good spatial resolution. An x-ray microcalo-absorber it is rapidly thermalized, raising the temperature of
rimeter consists of an absorber to stop and thermalize incithe absorber and the superconducting film. The rise in tem-
dent x rays, a thermometer to measure the resulting temper@€rature increases the film resistance and decreases the Joule
ture rise, and a weak thermal link to a heat sink to allow theheating. This reduction in heating compensates for heat from
detector to return to its equilibrium temperature. The firstthe x-ray absorption with an effective time constant that is

x-ray microcalorimeters used insulating or superconductin@hortertha” the intrinsic thermal time constant of the system.
absorbergfor low heat capacityand a semiconductor ther- The effective time constant with electrothermal feedback is

mistor thermometer. After more than a decade of develop?= 7o/(1+a/n), where 7,=C/G is the thermal time con-
ment, these detectors have achieved impressive energy resant in the absence of electrothermal feedtde heat ca-
lutions of 7.3 eV full width at half-maximumFWHM) pacity C of the thermometer and absorber divided by the
operated at 60 mK.Unfortunately, further improvement in thermal conductanceG to the heat sink «=d log R/

the resolution of these devices is difficult because advancdd!09 T is the logarithmic sensitivity, a dimensionless mea-
depend on a reduction in the already small heat capacitﬁure of the sharpness of the superconducting transition, and

Statistical variations in thermalization of the x-ray energy inn:d log P/dlog T is the logarithmic derivative of the bias

insulating and superconducting absorbers also limit the resgo e’ W'_th respect to dejtector temperature. Slnc_e supercon-
. . S . ... _ducting films can be fabricated wiia~1000, andh is typi-
lution. Further, these devices are intrinsically slow, limiting

) . ) ) cally 3-5, this response time can be shortened by more than
their use in materials analysis. . L
. . two orders of magnitud@When the effective time constant
In this letter we present a new type of x-ray microcalo-

. . is short compared to the intrinsic time constant, the detector
rimeter, the electrothermal feedback transition-edge sensaor P

. . . ) .~ operates in the extreme electrothermal feedback regime,
(ETF-TES microcalorimeter, which has the potential for im- where substantially all of the heat is removed by a reduction

provec_i_energy resolution while using absorbers with hea]tn Joule heating rather than by an increase in the heat flow to
ca_pacmes up to two orQers of magnitude Iarger.than PreVIOUR,e supstrate. The x-ray energy deposited in the film is then
microcalorimeters. This generous heat capacity budggt_ a{he integral of the reduction in feedback Joule heating, or the
lows the use of large normal metal absorbers, providing,,q \gitage multiplied by the integral of the change in the
more efficient x-ray thermalization and allowing faster detecio5 current.
tors. ) The fundamental limit of the energy resolution of the
Negative electrothermal feedback results when a sUPeETETES including the Johnson noise of the film and ther-
conducting film is voltage-biased and the substrate is C°°|eﬁ10dynamic temperature fluctuations between the detector
to well below the superconducting transition. This feedback, 4 the heat bath A Epyyy = 2.35Vk T2C y8n/ @, which
produces a self-biasing effect that causes the temperature f%flower than the FWHM thermodynamic energy fluctuations
the film to remain within its transition region. As the film ;. ihe detector by a factor of about 2,6%. Sincea can be
cools, its resistance drops, and the Joule heam‘ng{) N greater than 1000, this limit provides a generous heat capac-
the film increases. A stable equilibrium is established wheryy, hydget. Thus, while silicon thermistor microcalorimeters
are restricted to insulating and superconducting absorbers
dElectronic mail: irwin@boulder.nist.gov with very small heat capacities, the ETF-TES microcalorim-
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Ag Absorber TABLE |. Detector parameters and performance.

Silicon Nitride
Membrane 250 pm x 250 pm
Detector Absorber E AErwhm Teff
Albond 1 250 umx 250 umx 4.5 keV 14 eV 48Qus
pad 2 um Ag film X ray
2 250 umx 250 umx 1 keV 2.6 eV 800us
0.5 um Ag film heat pulse
3 100 umXx70 umX 4 eV 0.2 eV 8us

el

50 nm Ag/Al bilayer heat pulse

Al bond Al bond
Pid pad cooled in an adiabatic demagnetization refrigerdfabR).
L L + Our compact, portable ADR uses two pills to cool from a 4
K liquid helium bath to about 50 mK without pumpsand
FIG. 1. The electrical bias circuit for the ETF-TES microcalorimeter and ahas a hold time of greater than 12 h at 100 mK. The detector
diagram of the physical layout of detectors 1 and 2. is situated at the end of an ADR cold finger that is inserted
into a commercial scanning electron microsc6pEM). The
eter can use large normal-metal absorbers with heat capaaetector, which is 3 cm from the sample in the SEM, is in a
ties about two orders of magnitude larger. For example, for @eparate vacuum space with a thin x-ray window. A titanium
gold absorber of dimensions 50@mx500 umx5 um  foil sample in the SEM was excited using an electron beam,
(which has a quantum efficiency of 99% for 6 keV x rgys producing fluorescent x rays that passed through the x-ray
with @=1000 andT =100 mK, the fundamental limit on the window and were absorbed in the detector. Pulses from the
resolution is 1.3 eV FWHM. Because a normal-metal ab-Ti Ka (4.511 keVj andK 8 (4.931 keV lines were detected.
sorber has no long-lived electron-hole pair or quasiparticle  Pulse rise times, typically about }5, were determined
excitations, it has more efficient thermalization propertieshy the SQUID input and stray inductances divided by the
than an insulator or superconductoin addition, it can be bias resistance of the TES. Pulses had characteristic fall
designed with short diffusion times, making it possible totimes of 480us with electrothermal feedback. When the op-
build a faster detector. erating temperature of the cold finger was within the super-
To improve the thermalization of the x rays in the ab-conducting transition(where there is little electrothermal
sorber and to reduce the thermal coupling between the eleteedback we observed a characteristic fall time of about 5
trons in the absorber and the substrate, the devices describat. Electrothermal feedback, thus, shortened the pulse by
here were deposited on a freely suspended @b thick  about an order of magnitude. The magnitude of the feedback
silicon nitride membrandFig. 1). With this construction, was limited by the critical current of the TES. In previous
most nonthermal phonons escaping from the absorber reflestork,” pulse shortening by a factor of 100 was demonstrated
off the silicon nitride/vacuum interface and reenter the nor-using electrothermal feedback, and further optimization
mal metal where they are efficiently thermalized. should yield similar results for our detectors. Even without
The superconducting transition-edge sen§ES) was  increasing the existing amount of electrothermal feedback, it
fabricated as an aluminum/silver proximity bilayer. By vary- should be possible to reduce the pulse duration to less than
ing the relative thicknesses of the aluminum.¢1 K) and 100 us without loss of resolution by increasing the value of
silver (normal metal layers, we can tune the transition tem- the thermal conductance between the detector and the heat
perature of the bilayer to the desired range of 50—100°mK_sink.
Using this technique, we are able to produce films with sharp  The digitized x-ray pulses were analyzed using the opti-
transitions(transition width about 10QuK) that are repro- mal filter. resulting in a sharp x-ray spectréfjFig. 2(a)].
ducible to within 2 mK between different depositions. OtherAlso shown is a spectrum obtained using a liquid-nitrogen-
fabrication details were similar to those describedcooled commercial 8ii) detector that was also installed on
elsewheré:® the SEM. The observed Ka line from the ETF-TES mi-
The current through the ETF-TES microcalorimeter wascrocalorimeter is fit to the theoretical Kial and TiKa2
measured using a series-array superconducting quantum ilire substructure using a least-squares metHed. 2(b)],
terference devicéSQUID) amplifier, which has low noise determining a detector resolution of 13.9 eV FWHM, about
and bandwidth greater than 1 MHz. The amplified SQUIDan order of magnitude better than the commerciéli$ide-
current pulses were digitized before analysis. An electricatector. The best energy resolution that has been reported for
connection was also provided to allow the input of a fast heaany calorimeter is 7.3 eV FWHM for the 5.9 keV M«
pulse by dissipating Joule power in the absorber and thettine using a silicon thermistor microcalorimefe®ur result
mometer(Fig. 1). This ability to inject heat pulses allowed was achieved using an absorber with a heat capacity ten
us to calibrate the detector and study the energy resolutiotimes larger, and with pulses ten times faster. Note that good
achievable in the absence of variations in thermalization andnergy resolution has also been achieved using
heat diffusion from an incident x ray. superconductors—insulator—superconductd8lS)  tunnel
We will present experimental results from three detecjunction detectord:*?
tors (Table ). Detector 1 had a Ag absorber of area 250  The energy resolution of this detector was limited by
umx250 um and thickness Zum, a TES normal resistance SQUID noise that was measured to be 17 ¥Az. We ex-
of about 85 nf), and aT . of about 85 mK. The detector was pect to improve our x-ray resolution by a factor of 2 by using
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constant of the system, the current responsivity of the ETF-
TES is simply* S;=—1N,.s, Where Vs is the voltage
bias of the sensor. We operated detector 3 With—=0.5
wuV, which yields a responsivity of 2x 10° A/W. The cur-
rent noise from the device was 6 pfz and was white
from the 1f knee of the SQUID to the thermal roll-off fre-
quency(about 20 kHxz From the current noise and respon-
sivity, the electrical NEP was 810~ *® W/\/Hz. For this
' detector, the measured thermal conductance to the cold fin-
(b) ger wasG =25 pW/K. This NEP is consistent with the ther-
mal fluctuation noise associated with th@, 2.2x10 18
W/\Hz, added in quadrature to the SQUID noise and
Johnson noise from the bias circuit. Our calculated electrical
o /, - Xoo NEP is comparable to that of the most sensitive direct detec-
4480 4éggrgy (6{4520 4540 tor of infrared radiatiort? even though our thermal conduc-
tance is more than ten times larger.
FIG. 2. TiKa andK g x-ray spectrum from an ETF-TES microcalorimeter Although the performance of these first ETF-TES x-ray
connected to a SEMa) Both the ETF-TES microcalorimeter spectrum and microcalorimeters was far from the theoretical limit, our re-
oIl MO0 o0 0121 12 Sults are extremely promising. We have reported the first
theoretical TiKal and TiKa2 sublines broadened by 13.9 édashey SEM x-ray spectrum taken with a calorimeter. The excellent
determining an intrinsic detector resolution of 13.9 eV FWHM. 14 eV FWHM energy resolution for 4.5 keV Ra X rays is
currently limited by SQUID noise in our ADR. Our heat
a SQUID with lower noise in the ADR. The other two de- pulse energy resolutions of 2.6 eV at 1 keV and 0.2 eV at 4
tectors to be described hefeetectors 2 and)3wvere cooled eV are the best that have been reported for any calorimeter.
in a dilution refrigerator that had a SQUID with a noise of 2 Finally, our electrical NEP of & 10~ *® W/\/Hz is one of the
pA/\Hz. The dilution refrigerator was not, however, con- pest results for any bolometer.
nected to our SEM to measure x-ray events. The authors thank Blas Cabrera for useful discussions
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